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INSTRUCTIONS FOR USE 

 

TECHNICAL NAME: TROCARTES 

TRADE NAME: NeuroEndoview Plus TRAUMEC 

  

MEDICAL USE PRODUCT 

ESTERIL PRODUCT 

  

WARNING: Read all instructions carefully before use. Comply with all warnings and 

cautions mentioned in this instruction. Failure to observe these points may lead to 

complications. 

  

1. Product Identification 

The Trocarte (NeuroEndoview Plus) works as a support instrument, allowing the surgeon to 

remove tissues in the requested region. Its specially designed shape was to minimize any 

type of aggression in its respective region of use. 

The Trocarte (NeuroEndoview Plus) is indicated for surgeries which the duration does not 

exceed 60 (sixty) minutes of the product in contact with the patient. 

  

2. Materials Used in the Manufacturing of the Traumec NeuroEndoview Plus. 

TRAUMEC NeuroEndoview Plus Trocarte is made of polycarbonate and stainless steel 

(NBR13911). 

The TRAUMEC Trocarte NeuroEndoview Plus consists of the following items: 

1. External Cannula with Handle - (made of polycarbonate). 

2. - Internal Cannula with Latch - (made of polycarbonate). 

3. - Latch - (made of polycarbonate) 

4. - Spring - (made of stainless steel, according to [NBR13911] and [NBRISO7153-1]) 
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3. Presentation 

The table below (table 1) brings the list of products to Traumec NeuroEndoview Plus 

CODE DESCRIPTION ILLUSTRATION  

PA.02.05.0043  NeuroEndoView Plus Ø12x20  

  

PA.02.05.0044  NeuroEndoView Plus Ø12x30  

PA.02.05.0045  NeuroEndoView Plus Ø12x40  

PA.02.05.0046  NeuroEndoView Plus Ø12x50  

PA.02.05.0047  NeuroEndoView Plus Ø12x60  

PA.02.05.0048  NeuroEndoView Plus Ø12x70  

PA.02.05.0049  NeuroEndoView Plus Ø14x20  

PA.02.05.0050  NeuroEndoView Plus Ø14x30  

PA.02.05.0051  NeuroEndoView Plus Ø14x40  

PA.02.05.0052  NeuroEndoView Plus Ø14x50  

PA.02.05.0053  NeuroEndoView Plus Ø14x60  

PA.02.05.0054  NeuroEndoView Plus Ø14x70  

PA.02.05.0055  NeuroEndoView Plus Ø16x20  

PA.02.05.0056  NeuroEndoView Plus Ø16x30  

PA.02.05.0057  NeuroEndoView Plus Ø16x40  

PA.02.05.0058  NeuroEndoView Plus Ø16x50  

PA.02.05.0059  NeuroEndoView Plus Ø16x60  

PA.02.05.0060  NeuroEndoView Plus Ø16x70  

PA.02.05.0061  NeuroEndoView Plus Ø18x20  

PA.02.05.0062  NeuroEndoView Plus Ø18x30  

PA.02.05.0063  NeuroEndoView Plus Ø18x40  

PA.02.05.0064  NeuroEndoView Plus Ø18x50  

PA.02.05.0065  NeuroEndoView Plus Ø18x60  

PA.02.05.0066  NeuroEndoView Plus Ø18x70  
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PA.02.05.0067  NeuroEndoView Plus Ø20x20  

PA.02.05.0068  NeuroEndoView Plus Ø20x30  

PA.02.05.0069  NeuroEndoView Plus Ø20x40  

PA.02.05.0070  NeuroEndoView Plus Ø20x50  

PA.02.05.0071  NeuroEndoView Plus Ø20x60  

  

PA.02.05.0072  NeuroEndoView Plus Ø20x70  

PA.02.05.0073  NeuroEndoView Plus Ø22x20  

PA.02.05.0074  NeuroEndoView Plus Ø22x30  

PA.02.05.0075  NeuroEndoView Plus Ø22x40  

PA.02.05.0076  NeuroEndoView Plus Ø22x50  

PA.02.05.0077  NeuroEndoView Plus Ø22x60  

PA.02.05.0078  NeuroEndoView Plus Ø22x70  

PA.02.05.0079  NeuroEndoView Plus Ø24x20  

PA.02.05.0080  NeuroEndoView Plus Ø24x30  

PA.02.05.0081  NeuroEndoView Plus Ø24x40  

PA.02.05.0082  NeuroEndoView Plus Ø24x50  

PA.02.05.0083  NeuroEndoView Plus Ø24x60  

PA.02.05.0084  NeuroEndoView Plus Ø24x70  
Note: illustrative images 

  

4. Principle of Operation / Usage 

With the aid of the Trocarte (Traumec NeuroEndoview Plus) the surgeon can simultaneously 

make use of an endoscopy camera, fixed by an articulated arm and thus achieve an 

excellent vision with the least possible brain damage. 

It is necessary to measure the size, location and depth of the lesion with preliminary imaging 

tests such as computed tomography, magnetic resonance imaging and intraoperative 

neuronavigator in order to give a more effective use of the product. 
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The Trocarte (Traumec NeuroEndoview Plus) has a hole in its end that can be used to 

initiate the procedure with an EVD (external ventricular drainage) catheter that will serve as 

a guide to reach the lesion with precision. 

After preliminary examinations, and with a previous calculation, the surgeon must determine 

the most suitable trocarte model (Traumec NeuroEndoview Plus) to be used in the 

procedure. 

Only and exclusively specialized people who are familiar with these surgical techniques 

should made use of the Trocarte, (Traumec NeuroEndoview Plus), in minimally invasive 

procedures. 

  

5. Storage Conditions 

The Trocarte (Traumec Neuroendoview Plus) should be stored in a clean, dry, ventilated 

place at room temperature and away from light. Special conditions for storage, handling and 

conservation of the product should be followed to ensure that the components remain intact 

for the surgical procedure. Care of receiving, storing, transporting, cleaning and maintaining 

batch references should be taken in conjunction with good practices for storage and 

distribution of medical products. 

  

6. Transport and Handling Conditions 

The Trocarte (Traumec NeuroEndoview Plus) must be transported and handled in such a 

way as to prevent any damage or change in its characteristics. 

The Trocarte (Traumec NeuroEndoview Plus) must be handled carefully and individually, 

avoiding beats or falls. Any product that has fallen or been improperly handled, or suspected 

to have been damaged, should be set apart and segregated. 
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7. Indications 
The Trocarte (NeuroEndoview Plus), acts as a support instrument, allowing the surgeon to 

remove tissues in the requested region, its specially designed shape was to minimize any 

type of aggression in its respective region of use. 

  
8. Contraindications 
The Trocarte (Traumec NeuroEndoview Plus) should not be used when the brain lesion is 

exposed to the naked eye and when endoscopic surgical techniques are contraindicated, 

too. 

 

9. Warnings 
• Do not use the product if the package is open or damaged. 

• Single use product, do not reuse. 

• Before initiating the procedure, anatomical structures of the patient should be identified to 

ensure that the insertion point of the Trocarte (Traumec NeuroEndoview Plus) is away from 

blood vessels and eloquent areas. 

• Guide the trocarte (Traumec NeuroEndoview Plus) to the center of the lesion only after 

previous study of the lesion depth and size, defined by computed tomography, magnetic 

resonance imaging and / or the aid of the neuronavigator. 

• Do not exert excessive force when handling the trocar (Traumec NeuroEndoview Plus), as 

excessive pressure can cause damage to eloquent areas as well as to non-eloquent areas 

of the brain. 

• The Trocarte (NeuroEndoview Plus) is used in conjunction with minimally invasive 

instruments, and choosing them will depend on the technique used, and is at the discretion 

of the surgeon responsible. 

  
 
 
 
10. Precautions 
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• Minimally invasive procedures should be performed only by specialized people who are 

familiar with these procedures. 

• Correctly position the patient with the use of the skull fixator in order to obtain the best 

position for the introduction of the Trocarte (Traumec NeuroEndoview Plus), in order to favor 

the surgical procedure. 

• When using the Trocarte (Traumec NeuroEndoview Plus), use additional stabilization 

devices. 

LABELING MODEL 

Technical Name: TROCARTES 

Commercial Name: TRAUMEC NEUROENDOVIEW PLUS 

Commercial Model: NEUROENDOVIEW PLUS Ø12X20 

Code: PA.02.05.0043 

Lot: XXXXXX 

Quantity: 01 PÇ 

ANVISA Registration n. No.: 80455630027 

Sterilized by: ETHYLENE OXIDE (ETO) 

Manufacture: XX / XX / XXXX 

Experation Date: XX / XX / XXXX 

Material: XXXXXX 

Technician Responsible: José Luiz Caritá - CREA-SP - 0685038754 

  

SINGLE USE PRODUCT - REUSE PROHIBITED 

STERILE PRODUCT - REPROCESSING PROHIBITED  

SPECIAL STORAGE CONDITIONS, CONSERVATION, MEDICAL PRODUCT 

HANDLING: SEE INSTRUCTIONS FOR USE. 
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ANVISA Registration n. º 80455630027 

Made by: TRAUMEC TECNOLOGIA E IMPLANTES IMPORTAÇÃO E 

EXPORTAÇÃO LTDA  
Address: Rua 1A JC, nº138, Jardim Centenário. 

City: Rio Claro – State of São Paulo CEP: 13503-510 

CNPJ: 09.123.223/0001-10 

Customer Service - Phone: 55 (19) 3522-1177 / Fax: 55 (19) 3522-1174 
E-mail: sac@traumec.com.br www.traumec.com.br  

Rev.:02 
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